The self-compressing tibial intramedullary nail.
Laboratory evaluation of a self-compressing tibial nail demonstrated that significant, initial compression of a simulated fracture or nonunion can be obtained and controlled. However, when this nail was tested in cyclic loading, loss of its initial static compression occurred.